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We have realized a microstrip based terahertz (THz) near field cantilever that enables quantitative measurements of the impedance of the
probe tip at THz frequencies (0.3 THz). A key feature is the on-chip balanced hybrid coupler that serves as an interferometer for passive
signal cancellation to increase the readout circuit sensitivity despite extreme impedance mismatch at the tip. We observe distinct changes in
the reflection coefficient of the tip when brought into contact with different dielectric (Si, SrTiO3) and metallic samples (Au). By comparing
finite element simulations, we determine the sensitivity of our THz probe to be well below 0.25 fF. The cantilever further allows for topography
imaging in a conventional atomic force microscope mode. Our THz cantilever removes several critical technology challenges and thus enables
a shielded cantilever based THz near field microscope.
Published under license by AIP Publishing. https://doi.org/10.1063/1.5116801., s
I. INTRODUCTION
In condensed matter research, there is a strong desire for new
experimental tools that can measure the local electrical properties of
materials and buried layers at high frequencies and with high spatial
resolution.1 For this goal, in recent years, a variety of powerful scan-
ning probe techniques have emerged, which cover different parts of
the electromagnetic spectrum: on the one hand, scanning near-field
optical microscopy (SNOM) has enabled imaging with infrared and
far-infrared2–4 frequencies down to a few terahertz (THz) by utiliz-
ing the optical toolbox, i.e., free-space radiation, and lasers and fiber
technology; on the other hand, at gigahertz frequencies (typically
1–20 GHz), coaxial probes and shielded cantilevers have made possi-
ble quantitative local imaging by making use of commercially avail-
able microwave electronics for high performance signal processing
(scanning microwave impedance microscopy, SMIM).5–12 The fre-
quency band in between, however, ranging approximately from
100 GHz to a few THz (also referred to as sub-millimeter waves), is
a technological challenge. In the field of astronomy detection, major
progress has been made in sub-mm technology, for instance in the
development of phase preserving instruments based on supercon-
ducting tunnel junctions such as for the Herschel Space Telescope,
the Atacama Pathfinder Experiment (APEX), and the Atacama Large
Millimeter array (ALMA).13,14 These advances are being picked up to
promote technological progress also in other research fields. In con-
densed matter physics, this is expected to have a strong impact on
measurement instrument development, which will help understand-
ing a variety of important problems, in particular for disordered
and unconventional superconductors as well as for the so-called
quantum materials where strong electron-electron interactions
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in the THz energy range give rise to a number of puzzling, uncon-
ventional, and often spatially inhomogeneous electrical proper-
ties.1,3,15 Realizing an experimental tool for probing these properties,
however, remains challenging. Only recently, first scattering SNOM
measurements below 1 THz have been reported.16 In the sub-mm
band, on-chip electronic circuits suffer from high losses (at room
temperature), which strongly complicates the fabrication of more
complex circuitry, required for signal control and processing. An
alternative technology, much less prone to losses, consists of qua-
sioptical and metallic waveguide components. However, this tech-
nology increases the size of the measurement instrument compared
with on-chip circuitry and thus also imposes certain boundaries
when more complex signal handling is needed. In order to over-
come these technological hurdles, there is ongoing development to
combine quasioptical and on-chip electronics in hybrid devices17
but also to push the performance of microwave electronics into the
sub-millimeter-band.18 Picking up on this development, we have
recently reported a microstrip (MS) fabrication technology based
on PECVD SiNx that is compatible with thin film membranes. For
this technology, losses are sufficiently well controlled at frequencies
around 0.3 THz such that the realization of room-temperature THz
on-chip components is feasible.19 Here, we use this technology to
extend scanning impedance microscopy from microwaves into the
THz frequency range. We present a shielded THz cantilever suitable
for scanning probe microscopy that enables quantitative measure-
ment of the impedance of the cantilever tip at around 0.3 THz. A key
ingredient is a branchline coupler that is patterned on the cantilever
and acts as an interferometer for the THz signal, thereby provid-
ing high sensitivity of the circuit to small impedance changes at the
cantilever tip.
First, we will revisit the concept of scanning near field
microscopy with shielded cantilevers as it is currently being used
in microwave microscopy, and we will identify the key features a
THz cantilever should comprise. We then present the concept of our
THz on-chip interferometer. Finally, we demonstrate how this con-
cept enables impedance measurements with a THz cantilever that is
compatible with conventional atomic force microscopy (AFM).
II. PRINCIPLE OF SHIELDED CANTILEVER
MICROSCOPY
The principle of scanning near field microscopy with a shielded
microstrip (MS) cantilever is illustrated in Fig. 1(a).8,20 The can-
tilever consists of a dielectric membrane of which the bottom side is
covered with a thin metal layer, serving as a transmission line ground
plane. The signal line of width w is patterned on the top side of the
same dielectric. A cross section of the resulting MS transmission
line geometry is sketched in Fig. 1(b). Because the high frequency
fields are mostly confined within the dielectric, such a transmission
line geometry allows for delivering the signal to the cantilever tip
in a controlled way, while the ground plane screens the environ-
ment and prevents radiation losses. At the end of the cantilever,
the signal line terminates in a metallic tip. When a high frequency
tone is launched to the MS, the tip acts as a capacitive termination,
reflecting the signal back into the cantilever. This is quantified by the
reflection coefficient Γ, which is given by the mismatch between the
generally complex valued tip impedance Z and the characteristic MS
FIG. 1. (a) Sketch of a shielded cantilever and the corresponding lumped ele-
ment circuit for measuring the complex reflection coefficient Γ of the cantilever tip.
The cantilever consists of a metallic signal line and a ground plane, separated
by a dielectric, which determines the mechanical properties of the cantilever. The
probe-cantilever interaction can be described with a lumped element circuit. (b)
Cross section of the microstrip shielded cantilever. w and h denote the width of the
signal line and the height of dielectric layer, respectively. (c) Equivalent lumped ele-
ment circuit of the situation depicted in (a). (d) Distributed element circuit diagram
for measuring the cantilever impedance using a balanced branchline coupler. The
reflection coefficient Γ at the cantilever tip is determined by measuring the scatter-
ing parameter S41 of the branchline coupler. This is achieved by interference of the
reflected signal from the tip with an unknown phase shift ΔΦ2 with that of a bal-
anced cancellation arm with known phase shift ΔΦ3. Z0 denotes the characteristic
line impedance, and λ is the signal wavelength.
line impedance Z0 = 50 Ω: Γ = (Z − Z0)/(Z + Z0). When the can-
tilever is lifted far away from the sample surface, Z is given by the
capacitance Ct between the tip and the cantilever ground plane [see
Fig. 1(a)]. When the tip is on a sample, Z is modified by contribu-
tions from the tip-sample capacitance Cs ,tip, the capacitance between
the sample and the ground planeCs ,gnd, and resistive losses inside the
sample, Rs. Measuring changes in Γ by detecting phase and ampli-
tude of the reflected signal while scanning the tip over the sample
provides a quantitative image of the spatial distribution of the con-
ducting and dielectric properties of the sample.5 Since the electric
field becomes strongly enhanced at the sharp tip, these local contri-
butions dominate the total response, thus enabling spatial resolution
down to 100 nm, i.e., three orders of magnitude below the signal
wavelength.5,7
The tip-ground plane capacitance Ct is generally given by the
size and geometry of the cantilever close to the tip, which results in
values of the order of Ct ∼ 10−15 F. Since Z∝ 1/iωC, at gigahertz fre-
quencies (ω = 2πf, f ∼ 109 Hz), the terminating impedance is large
Z ∼ 106 Ω ≫ Z0 and therefore the reflection coefficient becomes
Γ≃ 1. This means that most of the signal is reflected back into the
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cantilever when the tip is floating over the sample. We will refer
to this part of the signal as a scattered signal because it does not
carry information about the sample itself. When the tip is in con-
tact with the sample, the desired contributions from the tip-sample
interaction thus only lead to small variations on top of an otherwise
large Γ, which is obviously difficult to detect. It is therefore highly
desirable to minimize the scattered signal in the detector line and to
become sensitive to those contributions only, which originate from
the tip-sample interaction. At microwave frequencies, this problem
has been addressed by making the cantilever and the tip part of a res-
onator7,8,11,12,21 or by adding an impedance matching circuit, which
matches the open tip impedance to Z0.5 Both solutions create a nar-
row band resonance condition, which enhances the sensitivity of
the circuit to changes in the tip impedance. Furthermore, a com-
mon mode cancellation loop is typically included into the microwave
readout circuit,5,12 which further reduces the scattered signal level at
the detector.
While at microwave frequencies such circuitry can be incor-
porated rather easily, this is not straight forward at THz frequen-
cies because many required technologies are not readily available.
In order to realize a shielded impedance microscope cantilever at
THz frequencies, it is therefore plausible to aim for an on-chip THz
circuit solution that can be patterned close to the tip with lithograph-
ical means. We identify the following key properties such a circuit
should provide: (1) separation of the in-going and reflected signal to
facilitate signal processing, (2) cancellation of the scattered signal in
the detector line, (3) sensitive response when the tip is brought into
contact with a dielectric or a metallic sample, and (4) short signal
lines to minimize losses. In Sec. III, we will present and demonstrate
a circuit that fulfills all of these requirements.
III. BALANCED BRANCHLINE COUPLER AS ON-CHIP
INTERFEROMETER
Figure 1(d) depicts the diagram of a circuit designed to accom-
plish the above criteria. A key component is the balanced branch-
line coupler. It consists of 4 ports (labeled 1–4) that are connected
through transmission line segments of a quarter wavelength λ/4 of
the aimed for measurement frequency. By properly designing the
impedance of each branch of the coupler [i.e., by choosing the appro-
priate signal line width w for a constant thickness of the dielectric
layer, cf. Fig. 1(b)], one can control the transmission coefficients
between the ports. The key idea of the concept we introduce here
derives from analogies between a branchline coupler and an optical
beam splitter: When the branch impedances Z are chosen such that
for two opposite branches Z = Z0 (w = 3.75 μm), while for the other
two Z = Z0/
√
2 (w = 7.5 μm), an incoming signal at, for example,
port 1, is split in equal parts between ports 2 and 3, and it acquires
an additional phase shift of −π/2 between these ports, while no sig-
nal arrives at port 4.22 Since the coupler is designed symmetrically,
the signal is split in the same fashion when injected at any other
port.
We can now use these properties, signal splitting and phase
delay, to build an on-chip interferometer that is highly sensitive
to impedance changes at the cantilever tip: We attach transmission
lines of finite length L2 and L3 = L2 +ΔL at ports 2 and 3, respectively,
as shown in Fig. 1(d) (which we will refer to as arms, in analogy to
an optical Michelson-interferometer). As the signal gets reflected at
the end of each arm, it picks up a phase shift and gets reinjected into
the coupler. For simplicity, assuming an ideal coupler with perfect
isolation22 and neglecting losses, the signal at port 4 (detector line)









where A corresponds to the total signal amplitude, Φc = 3π/2 is
the total phase accumulated in the coupler, ΦL2,3 refer to the phase
picked up due to the signal traveling down the respective arms, and
ΔΦ2,3 is the phase picked up due to reflection at the terminations
of arms 2 and 3, respectively. For our purpose, it is convenient to




ei(Φc+ΦL2)(eiΔΦ2 + ei(ΔΦ3+ΦΔL)), (2)
which indicates that signal cancellation in the detector line is
achieved for
ΔΦ2 = ΔΦ3 + ΦΔL − π. (3)
As shown in Fig. 1(d), in our case, arm 2 terminates in the can-
tilever tip, which, in a first approximation (Ct → 0), acts as an open
termination (ΔΦ2 → −π) when the tip is lifted off the sample. It
is therefore convenient to terminate arm 3 with a short (ΔΦ3 = 0)
and to choose ΦΔL = 0 to achieve good signal cancellation at port
4. When scanning, changes in the dielectric or metallic environ-
ment of the tip lead to a phase mismatch at the detector line due
to an enhanced capacitance at the tip, according to Fig. 1(c). This
results in a measurable signal that can be directly related to the
phase change due to modified reflection conditions at the tip, using
Eqs. (2) and (3). When the tip is landed on a fully metallic sam-
ple, (1/Cs,tip + 1/Cs,gnd)−1 ≫ Ct . As can be seen from the circuit
in Fig. 1(c), this corresponds to arm 2 being effectively shorted. In
this case, the reflected signals will interfere constructively and the
full signal is detected at port 4. We note that in a real cantilever, Ct
is finite (ΔΦ2 ≳ −π) in which case ΔL can be used as an additional
phase matching parameter to achieve cancellation of the scattered
signal.
In order to test this concept, we have realized a series of bal-
anced branchline couplers on a Si substrate using the technology
described by Finkel et al.19 All structures consist of 3 μm thin SiNx
(εr = 5.9), serving as a MS dielectric and 2/300 nm Ti/Au as a
ground plane and a strip line. As THz source and detector, we
use a vector network analyzer together with frequency multipliers
that cover the WR-03 band (220–325 GHz) and a GSG landing
probe setup (for details, see Finkel et al.19). Note, however, that
our concept is also compatible with other THz sources and detec-
tors, for instance photomixers.23,24 We first demonstrate conceptu-
ally the basic idea. For this, we have fabricated two samples (devices
A and B) for which ΔL = 0 and realize two different arm termi-
nations open/short and open/open at ports 2 and 3, respectively.
An optical image of device A is shown in Fig. 2(a). The signal is
launched and picked up from the circuit via the ports labeled 1
and 4 in Fig. 2(a), which consist of coplanar waveguide type fix-
tures19 (not visible) that enable coupling of THz signals into the
circuit with the landing probes. The λ/4-branches of the coupler
have a length of 130 μm, corresponding to a branchline coupler
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FIG. 2. (a) Optical image of the on-chip interferometer (device A), containing a
balanced branchline coupler with branch lengths λ/4. The ports of the coupler are
denoted as 1–4. At a distance L2 and L3 from ports 2 and 3, the transmission lines
terminate in an open and short circuit, respectively. The signal (indicated with blue
arrows) is injected at port 1 and detected at port 4. The scale bar corresponds
to 100 μm. (b) S-parameter magnitude of a transmission measurement (symbols)
and the corresponding analytic calculation (solid line) of devices A (blue) and B
(black). L2 = L3 = 49 μm.
center frequency of fc = 270 GHz. For the arm lengths, we choose
L2 = L3 = 49 μm.
Figure 2(b) shows the measured scattering parameter S41
obtained for devices A and B (blue and black symbols, respectively).
As expected, for device A, we observe a low transmission (∼−30 dB)
between ports 1 and 4 with a minimum at f = 280 GHz, which is
close to the branchline coupler’s center frequency fc = 270 GHz.
For device B, both arms terminate in an open, i.e., ΔΦ2 = ΔΦ3.
As a result, constructive interference leads to a high transmission
(∼−5 dB) over the full frequency range.
Next, we demonstrate how, owing to the sharp interferome-
ter cancellation conditions, the circuit is highly sensitive to con-
tributions from ΦΔL. Figure 3 shows the measured S41 parame-
ter obtained from a series of devices for which we have varied
L3 = 49 μm + ΔL by ΔL = (1, 0, −1, . . ., −5) μm, while leaving
L2 = 49 μm fixed. This leads to a small phase imbalance for the
FIG. 3. Transmission measurements (symbols) and calculation (solid line) for a
set of open/short circuits with L3 = L2 + ΔL and ΔL = + 1, 0, . . ., −5 μm and
L2 = 49 μm. The curves are offset by −30 dB for clarity.
signal paths along arms 2 and 3. The experimental data reveal that
indeed the position of the dip in frequency as well as its depth sen-
sitively depend on ΔL (dotted line). In Fig. 4(a), we have extracted
magnitude and phase (symbols) for each ΔL at fixed frequency
f = 280 GHz (dashed line in Fig. 3). The data show that signal can-
cellation improves for small ΔL with an optimal configuration at
ΔL = −1 μm. For even larger length difference, it levels off. As dis-
cussed above, this behavior reflects the termination of arm 2 with a
finite capacitance, leading to phase shift slightly different from −π,
which gets compensated for by a slightly shorter L3. This has been
confirmed quantitatively within a textbook analytical model of the
circuit22 (for details, see the Appendix and the supplementary mate-
rial) that nicely reproduces all of our experimental data consistently
[solid lines in Figs. 3 and 4(a)]. In addition to a small dissipative con-
tribution in the via, Rshort = 1.6 Ω, we have taken into account a finite
terminating capacitance Ct = 0.163 fF, consistent with a standard
text book approximation for an open MS line (see the Appendix).
We can further use the analytical model to analyze theoretically
the circuit’s response to a load capacitance Cload connected in par-
allel to Ct , representing a sample in a scanning probe experiment
[cf. lumped element diagram in Fig. 1(c)]. The resulting amplitude
and phase are plotted in Fig. 4(a) as dashed lines. The correspond-
ing Cload is given in the top axis. As expected, this yields a fairly
similar behavior as a variation of ΔL. Figure 4(b) plots the data as
in-phase (I) and quadrature (Q) amplitudes, for a variation of ΔL
(bottom axis, solid lines) and Cload (top axis, dashed lines), respec-
tively. In this representation, I can be directly related to dissipative
contributions to the signal, while Q represents the imaginary part
of the reflection coefficient, which is related to capacitive (and, in
principle, also inductive) contributions. This is consistent with the
observed linear behavior of Q and a constant I. From these plots, we
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FIG. 4. (a) Magnitude (left) and phase (right) as a function of ΔL (bottom axis).
Symbols: measurements; solid line: calculation; dashed line and top axis: calcu-
lated phase and magnitude for L2 = L3 = 49 μm and with varying Cload connected
in parallel to the termination of interferometer arm 2. (b) In-phase (I, red) and
quadrature (Q, black) representation of the measured (circles and squares) and
calculated (solid and dashed line) response vs ΔL. Dashed lines and top axis:
calculated I (red) and Q (black) as a function of Cload.
estimate our circuit to be sensitive to a capacitance change smaller
than 0.25 fF.
IV. CANTILEVER IMPLEMENTATION
We will now describe how this detection scheme can be imple-
mented and used in a scanning probe cantilever to detect impedance
changes at the probe tip. Figure 5(b) shows an optical microscope
image of the shielded cantilever containing the THz circuit, pat-
terned on its top side. The signal in and signal out lines [corre-
sponding to ports 1 and 4 in Fig. 2(a)] are connected via landing
probes with the source and detector (not visible). Since the dimen-
sions of the cantilever (300 μm long and 75 μm wide) are too small to
host a circuit as shown in Fig. 2(a), we have redesigned the branch-
line coupler such that the cross-branches are now folded inwards
to fit the lateral dimensions of the cantilever. This slightly modifies
the coupler properties. However, it does not change its basic func-
tionality. As discussed previously for the branchline coupler devices,
one of the interferometer arms terminates in a short. The other one,
previously terminating in an open, is now connected to the tip. We
will keep the notation of the arms as introduced above, referring to
the arm terminating in the tip as arm 2 with length L2 and to the
arm terminating in a short to ground as arm 3 with length L3. In
order to balance the coupler such that scattered signal cancellation
is achieved, we have to take into account the finite capacitance of the
open tip [Ct ∼ 2 fF, obtained from finite element (FE) simulations]
and adjust L3 by ΔL accordingly. However, due to the folded geom-
etry of the coupler and a resulting unwanted cross coupling between
the branches, significant leakage currents within the coupler result in
a nontrivial relation between ΔL and signal cancellation at the detec-
tor line. Therefore, we use FE simulations to empirically determine
a well-balanced configuration for the given Ct , for which we obtain
L2 = 44 μm and L3 = 54 μm, i.e., ΔL = 8 μm.
A. Fabrication
In Fig. 5(a), the fabrication flow for the cantilever is sketched.
In step (1), a pyramid shaped pit (5 μm deep) is etched into the Si
wafer using KOH etching. This defines the position and shape of
the tip. In step (2), we deposit (10 + 300) nm Ti/Au that serves as
a ground plane. During this step also, the pit is filled with a Ti/Au
layer, which will become the metallic tip. The area around the pit is
protected with an optical mask. The wafer is then (3) covered with
3 μm of PECVD SiNx that is subsequently etched with a Bosch pro-
cess to define the geometry of the cantilever, 300 μm long and 75 μm
wide. In a separate step (4), 5 × 5 μm2 sized vias are etched into the
SiNx layer. These vias will serve as an electrical connection between
the MS top layer and the ground plane (to form a short) or with the
cantilever tip, respectively. After a cleaning step, we pattern the strip
lines with electron beam lithography and lift off techniques (5) and,
in a separate step, connection of the via is established through angled
deposition of Au. We use (2 + 300) nm Ti/Au bilayers. This step
concludes the patterning of the transmission lines on the cantilever.
Next, we release the cantilevers (6). In order to avoid exposure of
the strip lines to chemicals, we protect the surface of the wafer by
gluing a Sp wafer on top of it with “black wax” (Apiezon W100).
We take particular care that no air bubbles remain in the wax to
ensure a complete and efficient protection. The release step is pre-
pared by patterning a SiNx mask on the backside of the wafer that
contains windows at those positions where the cantilevers have been
patterned on the front side of the wafer. The two wafers are then
subjected to a KOH etch that etches through the windows on the
backside of the wafer until the Ti/Au ground layer is reached. At
this point, the cantilever gets released from the Si wafer. Note, how-
ever, that on its front side, it is still glued to the protection wafer.
When the KOH etch is complete, the wafer is carefully immersed in
toluene to dissolve the black wax and to fully release the cantilever
chips. Subsequently, the cantilever is mounted on the landing probe
setup.
B. Experimental results
The measured THz response of the cantilever is shown in
Fig. 5(c). We clearly observe a dip in transmission (∼−30 dB), indi-
cating a suppression of the scattered signal that gets reflected from
the open tip into the detector line. We note that compared to the
previously discussed branchline couplers without the tip (Fig. 2),
the position of the dip is slightly shifted toward lower frequencies
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FIG. 5. (a) Main fabrication steps of the THz cantilever. (b)
Optical image of the final, released cantilever. The scale
bar corresponds to 75 μm. Signal in and signal out denote
the transmission lines connected to THz source and detec-
tor, respectively. The folded hybrid coupler patterned on the
back of the cantilever is indicated. One arm of the coupler
terminates in a short circuit; the other one terminates in
the tip. (c) Transmission amplitude from signal in to signal
out. The transmission dip at 250 GHz indicates cancella-
tion of the signal reflected from the open tip. The dashed
curve shows the result obtained from finite element (FE)
modeling.
(f = 250 GHz). This is most likely a result of the folded geometry
of the branchline coupler, consistent with a cross-capacitive cou-
pling between neighboring parts of the circuit. Moreover, the fre-
quency shift as well as the relatively low transmission at higher and
lower frequencies suggests that the terminating capacitance of the tip
slightly differs from the assumed value (Ct = 2 fF) such that the cho-
sen ΔL = 8 μm turns out to be not yet the best match. The FE model
for the THz response (dashed line) yields good agreement with the
experiment if we assume Ct = 2.9 fF and Rshort = 5 Ω.
Our cantilever can be used to detect changes in the tip
impedance when landed on a dielectric or metallic sample. This is
demonstrated in Fig. 6. We have mounted the cantilever on the land-
ing probe setup and we get the tip in contact with different materials,
approached from below via a mechanical height control. Figure 6(a)
compares the measured response for the tip floating near the sam-
ple surface (red) and landed on 3 different materials, Au (green),
Si (black), and SrTiO3 (blue). We clearly observe distinct responses
for each material. When brought into contact with a dielectric (Si,
εr = 11.9 and SrTiO3, εr = 300), the dip shifts toward lower frequen-
cies by Δf (Si) = 2 GHz for Si and Δf (STO) = 10 GHz for SrTiO3.
Notably, the overall line shape remains fairly similar. In contrast,
upon contact with highly conductive Au (ρ = 2 μΩ cm), the dip
vanishes and transmission is high over the full frequency range, as
expected for a shorted tip.
C. Discussion
In order to quantitatively understand the cantilever response,
we use FE modeling of the full circuit and we include a load
capacitance Cload in parallel to Ct to take into account contribu-
tions from the sample materials [cf. Fig. 1(a), neglecting Ohmic
dissipation in the sample, Rs = 0]. We find that the curves can be
reproduced very well if we use CSi = 0.25 fF, CSTO = 0.75 fF, and
CAu = 15 fF as the only adjustable parameter for each material. In
Fig. 6(b), we compare I and Q of the FE response for various Cload
with the experimental values obtained at f = 260 GHz for each sam-
ple. Since the response of the folded branchline coupler connected
to the tip is slightly off resonance (∼250 GHz), we do not expect a
simple linear behavior as for the branchline coupler without the tip
discussed previously. Figure 6(b) shows that the response becomes
more sensitive, i.e., the slope of the curves for I and Q becomes
steep, for larger Cload (∼10 fF). Since this is in the range of capac-
itance, which we obtained for the Au sample, this indicates that
our THz cantilever becomes more sensitive for metallic samples. In
contrast to shielded microwave cantilevers, where sensitivity is high-
est around the metal-insulator transition,5 for our cantilever, the
working point is shifted toward samples with higher conductivity.
It may thus be used to detect electronic variations at high frequen-
cies within a metal or even in superconductors in future scanning
experiments.
Our THz cantilever is also compatible with AFM topography
imaging. This is shown in Fig. 6(c) where a topography image of a
scratched Si wafer surface is displayed, obtained using a THz can-
tilever mounted on a commercial Asylum Cypher AFM with a laser
deflection readout. Using a deconvoluting tip geometry modeling
algorithm (Gwyddion blind tip estimation algorithm25), we estimate
the tip apex to be ≈100 nm. An SEM image of a cantilever tip is
shown in Fig. 6(d).
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FIG. 6. (a) THz response of the cantilever when open (red) and landed on Si
(black), SrTiO3 (blue), and Au (green) samples. Solid lines correspond to measure-
ments and dashed lines indicate finite element (FE) simulations with the following
parameters: Rvia = 5 Ω, tip capacitance: Ct = 2.9 fF; L2 = 44 μm, L3 = 52 μm, con-
ductivity signal line and ground plane: σau = 19.2 × 10−6 S/m, εr (SiNx ) = 5.9. Cload
[corresponding to (1/Cs,tip + 1/Cs,gnd)−1 in Fig. 1, Rs = 0] for Off: 0 fF; Si: 0.25
fF; SrTiO3: 0.75 fF; Au: 15 fF. (b) I (red dashed line) and Q (black solid line) of the
cantilever response at 260 GHz for different Cload obtained from FE simulations.
Symbols: experimental data extracted from (a). (c) 20 μm × 20 μm topography
image of a scratched Si wafer, obtained with a cantilever similar to the one used
in (a) utilizing the beam deflection mode in a commercial AFM. (d) SEM image of
the cantilever tip.
Finally, we like to point out some aspects that we aim to
improve for future THz cantilever generations. First, even though
our fabrication technique provides useful devices, the current yield
is rather low (≈10%). This is mostly related to the use of the black
wax, which is needed to protect the THz circuitry from chemicals
during the release step, but which also induces mechanical stress,
resulting in loss of a large number of cantilevers. Second, in its cur-
rent design, the substrate, which serves as a handling wafer, faces
in the same direction as the tip. This limits the surface region on
the sample that can be reached by the cantilever to approximate the
cantilever length (∼300 μm). In order to lift this constraint, devel-
oping a flip-chip technology may provide the most suitable means
to bond a handling wafer to the top side of the cantilever chip. At
the same time, however, it will be important to maintain access
to the circuitry with landing probes. Third, our experiments have
shown that due to the folded geometry of the balanced branch-
line coupler, the circuit response deviates slightly from that of the
unfolded geometry tested on a substrate [Fig. 5(b) in comparison
to Fig. 2(a)]. Therefore, FE simulations are required for a quanti-
tative analysis of the measurement signal, while a simple analytical
equation would be more desirable. This may motivate a redesign
of the cantilever such that it can host the balanced coupler without
the need to modify its layout. In this case, the measurements could
be modeled within a textbook analytical description, which will
strongly facilitate a quantitative interpretation of the measurement
signal.
V. CONCLUSION
We have presented a shielded THz probe suitable for
impedance microscopy in the sub-millimeter band (0.3 THz). As
a key challenge for the realization of such a device, we have iden-
tified the necessity to carry out common mode cancellation and
impedance matching at THz frequencies close to the cantilever tip
in order to enable sensitive detection of small changes of the tip
impedance. We have addressed these challenges by developing an
on-chip circuit that can be patterned on the cantilever, which com-
prises a balanced branchline coupler. The coupler functions as an
on-chip interferometer and in this manner achieves the required
common mode suppression as well as high sensitivity to small
impedance changes. To demonstrate the basic functionality of this
concept, we have realized a set of devices on substrates and we have
characterized their response at THz frequencies. The results can be
directly modeled within an analytical model of the circuit. Further-
more, a fabrication technology has been developed that allows for
patterning the circuit on a free standing cantilever including the
tip. When the released cantilever is landed on different dielectric
(Si, SrTiO3) and metallic (Au) samples, we observe distinct THz
responses, which enable us to determine the corresponding capac-
itive load at the cantilever tip using finite element modeling. Our
cantilever removes several critical technological challenges toward
scanning impedance microscopy at THz frequencies.
SUPPLEMENTARY MATERIAL
The supplementary material includes a derivation of the analyt-
ical model of the balanced hybrid coupler and a detailed recipe for
the fabrication of the THz cantilevers.
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APPENDIX: ANALYTICAL MODEL FOR THE BALANCED
BRANCHLINE COUPLER
In order to compute the response of the balanced hybrid cou-
pler, we describe the signal evolution in the coupler in terms of
forward and backward traveling waves in the transmission lines and
the reflection coefficients Γms and Γs at the open and shorted trans-
mission line, respectively. Using Kirchoff’s rules for the voltage and
current at each node of the hybrid, we can construct a system of
equations that allows us to determine the voltage measured at the
detector line at port 4 upon signal injection at port 1. (The full
set of equations is provided in the supplementary material.) To
describe wave propagation along each transmission line segment
with length L and impedance Z, we use the frequency dependent












with Z0 = 55.5 Ω, c = 3 × 108 m (s)−1, εeff = 4.47, and α extracted
from a direct measurement of a 130 μm transmission line. For the
low impedance lines, we have used Z = Zl = 37 Ω. The branch lengths
of the coupler are L = 130 μm.
To calculate the open terminating capacitance Ct of the open









together with the following closed form expression:
ξ1 = 0.434 907
(ε0.81eff + 0.26(w/h)
0.8544 + 0.236)
(ε0.81eff − 0.189(w/h)0.8544 + 0.87)
,








ξ4 = 1 + 0.037 tan−1[0.067(w/h)1.456](6 − 5 exp(0.036(1 − εr))),
ξ5 = 1 − 0.218 exp(−7.5(w/h)),
for which we have used the strip line width w = 3.75 μm, dielec-
tric thickness h = 3 μm, εeff = 4.47, PECVD SiNx dielectric constant
εr = 5.9,19 characteristic impedance Z0 = 55.5 Ω, and the vacuum
speed of light c = 3 × 108 m/s.
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